2010

Optical Guidance System vs. CBCT for Phantom and Patient Setup

L. Fu  
*Thomas Jefferson University and Hospitals*

H. Perera  
*Thomas Jefferson University and Hospitals*

H. Liu  
*Thomas Jefferson University and Hospitals*

Y. Xiao  
*Thomas Jefferson University and Hospitals*

Y. Yu  
*Thomas Jefferson University and Hospitals*

Follow this and additional works at: [https://jdc.jefferson.edu/bodinejournal](https://jdc.jefferson.edu/bodinejournal)

Part of the [Oncology Commons](https://jdc.jefferson.edu/bodinejournal)

Let us know how access to this document benefits you

**Recommended Citation**


DOI: [https://doi.org/10.29046/TBJ.003.1.010](https://doi.org/10.29046/TBJ.003.1.010)

Available at: [https://jdc.jefferson.edu/bodinejournal/vol3/iss1/11](https://jdc.jefferson.edu/bodinejournal/vol3/iss1/11)

This Article is brought to you for free and open access by the Jefferson Digital Commons. The Jefferson Digital Commons is a service of Thomas Jefferson University's [Center for Teaching and Learning (CTL)](https://jdc.jefferson.edu). The Commons is a showcase for Jefferson books and journals, peer-reviewed scholarly publications, unique historical collections from the University archives, and teaching tools. The Jefferson Digital Commons allows researchers and interested readers anywhere in the world to learn about and keep up to date with Jefferson scholarship. This article has been accepted for inclusion in Bodine Journal by an authorized administrator of the Jefferson Digital Commons. For more information, please contact: JeffersonDigitalCommons@jefferson.edu.
Optical Guidance System vs. CBCT for Phantom and Patient Setup

Fu, L., Perera, H., Liu, H., Xiao, Y., Yu, Y.
Department of Radiation Oncology, Thomas Jefferson University and Hospitals, Philadelphia, PA

Purpose
To quantify the discrepancy between Varian optical guidance (OG) frameless localization system and Varian Trilogy on board imaging (OBI) system for setting up phantom and SRS patient.

Materials and Methods
Two different phantoms were used in this study. One is a custom-made phantom; the other is Penta-Guide phantom. The bite-tray used for frameless SRS localization is fixed on both phantoms. After CT scan, images were exported to Pinnacle and FastPlan treatment planning systems, where the same isocenter was identified and then the images were exported to Mosaiq and OG systems respectively.

On the Varian Trilogy, OG was used to position phantom. Then kV-kV, conebeam CT (CBCT) and portal imager were used to image the phantom and calculate the isocenter shift. The same method has been used for four SRS frameless patients to check the OG setup, two patients' shifts were recorded and one patient's planning CT and CBCT images were fused and analyzed.

Results & Discussion
For both phantom studies, the shift performed by CBCT, kV-kV and MV were all within 1 mm. However, for actual patient setup, the shifts were greater than 2mm between OG and CBCT for two patients. The impact of bite-tray fixation was studied by changing the angle of bite-tray slightly; significant shift up to several mm was observed by OBI system. The isocenter change with the angle has been calculated based on a real patient's geometry.

Conclusion
The discrepancy between CBCT and OG for setting up phantoms is less than 1mm, but can be greater for setting up SRS patients. The bite-tray repositioning in patient's mouth is the major factor to cause this discrepancy.