Surgeon radiation exposure in hip arthroscopy: A prospective analysis

John P. Salvo
Rothman Institute

Jake Zarah
Thomas Jefferson University

Follow this and additional works at: https://jdc.jefferson.edu/rothman_institute

Part of the Orthopedics Commons

Let us know how access to this document benefits you

Recommended Citation
https://jdc.jefferson.edu/rothman_institute/77

This Article is brought to you for free and open access by the Jefferson Digital Commons. The Jefferson Digital Commons is a service of Thomas Jefferson University's Center for Teaching and Learning (CTL). The Commons is a showcase for Jefferson books and journals, peer-reviewed scholarly publications, unique historical collections from the University archives, and teaching tools. The Jefferson Digital Commons allows researchers and interested readers anywhere in the world to learn about and keep up to date with Jefferson scholarship. This article has been accepted for inclusion in Rothman Institute Faculty Papers by an authorized administrator of the Jefferson Digital Commons. For more information, please contact: JeffersonDigitalCommons@jefferson.edu.
Surgeon Radiation Exposure in Hip Arthroscopy: A Prospective Analysis

John P. Salvo, MD¹, Jake Zarah, MD²
¹Rothman Institute, Marlton, NJ, USA, ²Thomas Jefferson University Program, Philadelphia, PA, USA.

Objectives: Hip arthroscopy is an established field within orthopaedic surgery. The majority of the procedures involve repairs of the acetabular labrum and arthroscopic treatment of femoroacetabular impingement (FAI). The procedures are being performed with increasing frequency annually. Fluoroscopic guidance is recommended during these procedures, and radiation exposure to the surgeon, staff, and patient remains a valid concern. The purpose of this study is to measure radiation exposure to the surgeon during hip arthroscopy and determine if this exposure remains below recommended annual occupational radiation exposure thresholds recommended by the International Committee on Radiological Protection (ICRP).

Methods: Prospectively, radiation exposure was measured for a single surgeon at a single outpatient facility for all hip arthroscopic procedures over a three-year period. A radiation dosimeter was worn outside of the surgeon’s chest on the lead apron. Standard pre-operative and intra-operative imaging was used for all patients. Radiation readings were prospectively measured for deep dose equivalent (DDE), lens dose equivalent (LDE), and shallow dose equivalent (SDE). The cumulative radiation exposure was tabulated in millirem (mrem), converted to milli-Sieverts (mSv) (standard measurement used by the ICRP) and then the per-patient exposure calculated as well as annual exposure for 100 hip arthroscopies per year.

Results: Between July 2011 and July 2014, 209 patients underwent a total of 280 hip arthroscopy procedures at a single facility by a single surgeon. There were 90 labral repairs, 83 femoroplasties, 26 acetabuloplasties, 66 labral debridements, 8 trochanteric bursectomies, and 7 iliopectineal releases. The cumulative DDE was 183 mrem (1.83 mSv), LDE 183 mrem (1.83 mSv), and SDE 176 mrem (1.76 mSv). The calculated per patient exposure for the surgeon was DDE 0.875 mrem (0.00875 mSv), LDE 0.875 mrem (0.00875 mSv), and SDE 0.842 mrem (0.00843 mSv). Calculated annual exposure for a surgeon performing 100 hip arthroscopies per year are DDE 8.75 mrem (0.0875 mSv), LDE 8.75 mrem (0.0875 mSv), and SDE 8.43 mrem (0.0842 mSv).

Conclusion: Hip arthroscopy & hip preservation procedures are being performed with increasing frequency annually. Fluoroscopic guidance is recommended for safe entrance into the central compartment and during various parts of the procedures. Radiation exposure to the surgeon, staff, and patient is a valid concern. The ICRP sets recommended annual safety thresholds for occupational radiation exposure. Current annual safety thresholds are 50,000 mrem (500 mSv) to the hands, 50,000 mrem (500 mSv) to the skin, hands & feet, 15,000 mrem (150 mSv) to the eye, and 30,000 mrem (300 mSv) to the thyroid of healthcare workers. Our study shows surgeon radiation exposure below the annual safety thresholds recommended by the ICRP for 100 cases per year. For surgeons performing more than 100 hip arthroscopic procedures annually, the exposure will be higher. Appropriate safety equipment such as lead aprons, thyroid shields, and leaded glasses are still recommended, especially for high volume hip arthroscopists.